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Indian Standard 

APPLICATION GUIDE FOR MEASURING 
DEVICES FOR HIGH VOLTAGE TESTING 

0. FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards Institution 
on 30 December 1977, after the draft finalized by the High Voltage Tech- 
niques Sectional Committee had been approved by the Electrotechnical 
Division Council. 

0,2 This guide is divided into four sections dealing with systems and 
devices for measuring high direct voltages, alternating voltages, lightning 
and switching impulse voltages, and impulse currents, and a fifth section 
dealing with the statistical treatment of errors. 

0.3 In the preparation of this standard, assistance has been derived from 
IEC Doc : 42 ( Central Office ) 27 Draft — * High voltage test techniques — 
Measuring devices application guide ' issued by International Electro- 
technical Commission ( IEC ). 

0.4 In reporting the result of a test made in accordance with this standard, 
if the final value, observed or calculated, is to be rounded off, it shall be 
done in accordance with IS : 2-1960*. 



1. SCOPE 

1.1 This guide gives information on measuring systems and devices other 
than sphere gaps, used for the measurement of high voltages or currents 
during the performance of dielectric test in accordance with IS : 2071 
£Part III )-1976j\ In general, use of the devices and of the measuring 
and calibration procedures described herein will satisfy the specified 
requirements for accuracy, but their use is not mandatory, other devices 
and procedures may be used if they are shown to have equal accuracy. 

1.1.1 Voltage measurements with sphere gaps are dealt with in 
IS: 1876-1961 J. 

♦Rules for rounding off numerical values {revised). 

fMethods of high voltage testing: Part III Measuring devices (first revision ). 

^Method for voltage measurement by means of sphere gaps ( one-sphere earthed ). 
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SECTION I DIRECT VOLTAGES 

2. MEASUREMENT OF DIRECT VOLTAGES 

2.1 General — Systems for measuring direct voltages generally consist of 
a measuring instrument and a high impedance across which almost the 
entire test voltage will appear. The value of the impedance is made high 
to minimize the power consumption. Some of the more commonly used 
systems for measuring the steady-state and ripple values are. described in 
this section. 

2.2 Systems for Measuring the Steady-State Value of Direct Voltages 

2.2.1 Instrument Used with Series Resistor — A direct current measuring 
instrument is connected in series with a stable high value resistor. 

2.2.2 Instrument Used with, Voltage Divider — A voltmeter is connected 
across the low voltage arm of a resistance voltage divider. The resistance 
of the voltmeter shall be taken into account when determining the ratio of 
the divider. 

Note — Depending on the type of instrument used, these methods will determine 
the arithmetic mean, the rms or the peak value of the voltage. 

2.2.3 Electrostatic Voltmeter — An electrostatic voltmeter has two electrodes 
which are connected to the points between which the high voltage is to be 
measured. The electrostatic field between the electrodes, generates an 
attracting force which depends on the rms value of the voltage. By 
measurement of this force, an indication of the rms value of the high 
voltage can be derived. This measuring principle can be used over the 
range of frequencies from zero up to several megahertz. If the measuring 
system is not shielded, special attention should be given to errors caused 
by stray fields and space charges. 

2.2.4 Generating Voltmeter — A generating voltmeter is a capacitive device 
the input terminals of which are connected to the points between which 
the voltage is to be measured. It is essentially a variable capacitor, the 
capacitance being cyclically changed between two fixed values, A measur- 
ing instrument together with a suitable switching or rectifying device 
measures the change of charge which, in general, is proportional to the 
mean value of the direct voltage. By a suitable choice of frequency of the 
capacitance variation and its phase angle relative to the voltage to be 
measured, the crest value or any intermediate value can be determined. 

2.3 Systems for Measuring Ripple Voltage 

2.3.1 Oscilloscope Used with Voltage Divider — An oscilloscope is connected 
to the low voltage arm of a voltage divider having a suitable frequency 
response. It should be noted that the capacitance of the cable between 
the divider and the instrument can modify the frequency response. 

2.3.2 Instrument Used with Filter — Such a device consists, in general, of an 
instrument connected to the circuit in such a way that the dc component 
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is filtered out. A typical arrangement consists of a high voltage capacitor 
in series with a resistor across which a voltage measuring instrument is 
connected. 

2.3.3 Instrument Measuring the Rectified Current Through a Capacitor — A 
capacitor in series with a full wave rectifier is connected to the points 
between which the voltage is to be measured. The ripple amplitude Ut is 
related to the rectified mean current 7 r flowing through the capacitor by 
the following relationship: 

n - /r 
Ut Tcj 

where 

C = capacitance of the capacitor, and 
f « fundamental frequency of the ripple. 

If the ammeter measuring the capacitor current is connected so that 
only alternate half cycles of current are measured, the factor 4 in the above 
expression becomes 2. The method is of limited application. If the 
ripple has more than one peak during each half cycle, then the accuracy 
depends upon the type of rectifier used, 

2.4 Determination of Voltage Ratios and Scale Factors 

2.4.1 Instrument Used with Series Resistor — The resistance of the series 
resistor is generally determined by a low voltage bridge measurement using 
direct voltage. From this value and the characteristics of the instrument, 
the scale factor is deduced. 

The scale factor can also be determined by comparison during 
parallel operation with an approved direct voltage measuring system. 

The stability of thj series resistor at high voltage can be verified by 
subjecting individual components of the resistor to suitable tests over the 
range of voltages at which they will operate. 

2.4.2 Instrument Used with Voltage Divider — Methods for determining 
the ratio of voltage dividers are discussed in 4.3. 

2.4.3 Electrostatic Voltmeter and Generating Voltmeter — Measuring systems 
of these types can be calibrated by comparison during parallel operation 
with other approved measuring systems. They may also be calibrated 
using nuclear reactions. 

Note — During reactions between proton or deuteron beams with different 
light-nucleus elements, precisely known resonant energies exist for which the cross 
section fo** a reaction is a maximum. Thh effect can be used as a very accurate 
absolute calibration method for high dc voltages. 

2*5 Determination of the Amplitude Frequency Response of a 
Measuring System — To determine the amplitude frequency response of 
a measuring system, a sinusoidal voltage is applied between its input 
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terminals. The ratio of the output to the input amplitudes is recorded as a 
function of frequency. The range of frequencies should extend from a low 
value to at least the highest of importance present in the voltage to be 
measured. The measurements are usually made at a low value of input 

voltage. 

2.6 Possible Sources of Error and Precautions — When using direct 
voltage measuring systems of very high resistance, care must be exercised 
to avoid errors due to corona currents, or to leakage currents across insula- 
ting surfaces which may be contaminated by pollution or condensed 
moisture. Suitably dimensioned high voltage electrodes, guard circuits 
and surface treatment minimize such errors and thus the requirements for 
current level can be reduced. 

Errors can also be caused by resistors which have significant voltage 
or temperature coefficients and by instruments which are subject to drift. 

Generating and electrostatic voltmeters may develop errors due to 
field distortion arising from electrostatic charges on the surface of insulating 
materials or in space. 

Overstressing of components in measuring equipment upon flashover 
of a test object or measuring errors due to partial discharges can occur in a 
measuring system having a high frequency response appreciably in excess 
of its response in the low frequency range. These phenomena are usually 
associated with the presence of stray inductance. 

SECTION 2 ALTERNATING VOLTAGES 

3. MEASUREMENT OF ALTERNATING VOLTAGES 

3.1 General — Systems for measuring alternating voltages generally 
consist of a measuring instrument and a voltage transformer, voltage 
divider, or a high impedance across which almost the entire test voltage will 
appear. The devices usually have high impedance to keep the loading of 
the test circuit within acceptable limits. Some of the more commonly 
used systems for measuring high alternating voltages and the amplitudes of 
harmonics are described in this section. 

3.2 Systems for Measuring the Amplitude of Alternating 
Voltages — The following systems will in most cases measure the peak, 
the rms or the mean value of an alternating voltage according to the type 
of instrument and arrangement used. Measurement of the rectified 
capacitance current (3.2.3) will determine the peak-to-peak amplitude 
and the electrostatic voltmeter ( 3.2.4 ) measures the rms value. 

3.2.1 Instrument Used with Voltage Transformer — A voltmeter is connected 
across the low voltage winding of a voltage transformer of either the 
inductive or capacitive type. In general, the choice of the instrument is 
not restricted as regards input impedance. 
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3.2.2 Instrument Used with Voltage Divider — A voltmeter or an oscilloscope 
is connected across the low voltage arm of the divider through a measuring 
cable. In general, the input impedance of the' low voltage measuring 
circuit including the measuring cable affects the divider ratio. Tn most 
cases, a capacitive voltage divider together with a low voltage circuit 
measuring the peak value of the high voltage is used. 

3.2.3 Capacitor Used with a Rectifying Device — A capacitor in series with 
a full wave rectifier is connected to the points between which the voltage 
is to be measured. The peak value of the voltage £/p is related to the 
rectified mean current I x flowing through the capacitor by the following 
relationship: 



4C/ 



where 



C = capacitance of the capacitor, and 
f= frequency of the alternating voltage. 

If the ammeter measuring the capacitor current is connected so that 
only alternate half cycles of current are measured, the factor 4 in the 
above expression becomes 2. 

The method is of limited application. If the waveform has more than 
one peak during each half cycle, then the accuracy depends upon the type 
of rectifier which is used. 

3.2.4 Electrostatic Voltmeter — This device is described in 2-2.3 for use 
with direct voltages. It can also be used for measuring the rms value of 
alternating voltages in a large range of frequencies up to several megahertz. 

3.2.5 Generating Voltmeter — A generating voltmeter is described in 2.2.4 
for use with direct voltage. Such a* voltmeter may also be used for the 
measurement of alternating voltages. By a suitable choice of frequency 
of the capacitance variation and its phase angle relative to the voltage to 
be measured the crest value or any intermediate value can be determined. 

3.2.6 Instrument Used with Series Resistance — An alternating current 
measuring instrument is connected in series with a stable high value resistor. 

3.3 Systems for Measuring the Amplitude of Harmonics 

3.3.1 Oscilloscope Used with Voltage Divider — An oscilloscope is connected 
across the low voltage arm of a capacitor voltage divider. This method is 
sufficient only if the accuracies of both the recording and the subsequent 
analysis are high enough to ensure that the requirements are met. The 
method has limited accuracy especially in the case of low amplitude 
harmonics,, 

3.3.2 Instrument Used with Filter — A filter is used to suppress the 
fundamental component of the voltage and the rms value of the residual 
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harmonics ( or with less accuracy, the peak value of the combined 
harmonics ) is measured with an appropriate instrument. 

3,3.3 Wave Analyser Used with Voltage Divider — This system permits 
separate measurement of the rms value of the fundamental and each 
harmonic. 

3.4 Determination of Voltage Ratios and Scale Factors 

3.4.1 Instrument Used with Voltage Transformer — Methods for determining 
the ratio of voltage transformers are covered in IS : 3156 ( Part II )-196fi*, 

3.4.2 Instrument Used with Voltage Dividers — Methods for determining 
the ratio of voltage dividers are discussed in 4.3. 

3.4.3 Electrostatic Voltmeter and Generating Voltmeter — Measuring systems 
of these types can be calibrated by companion during parallel operation 
with other approved measuring systems. 

3.4.4 Instrument Used with Series Resistance — Methods for calibrating 
systems of this type are discussed in- 2.4.1. 

3.5 Determination of the Amplitude Frequency Response of a 
Measuring System — To determine the amplitude frequency response 
of a measuring system, a sinusoidal voltage is applied between its input 
terminals. The ratio of the output to the input amplitudes is recorded as 
a function of frequency. The range of frequencies should extend from a 
low value to at least the highest of importance present in the voltage to be 
measured. The measurements are usually made at a low value of input 
voltage. 

3.6 Possible Sources of Errors and Precautions — Due to the high 
impedance of some voltage dividers and series impedance elements, the 
effects of corona, and stray capacitances may result in serious errors. Such 
errors can often be minimized by the use of suitably dimensioned high 
voltage electrodes and guard circuits. To avoid such effects on capacitor 
dividers, it is recommended that, when the capacitor is not effectively 
shielded, the overall series capacitance in pF be at least 30 to 40 times its 
overall length in metres. 

Errors may also be caused by resistors which have significant voltage 
or temperature coefficients and by instruments which are subject to drift. 

Electrostatic and generating voltmeters may develop errors due to 
field distortion arising from electrostatic charges on the surfaces of 
insulating materials. 

When a high voltage series capacitor is used for voltage measurement, 
special protection of the measuring instruments is necessary during 
disruptive discharge tests. Disruptive discharge of a test object connected 

♦Specification for voltage transformers : Part II Measuring voltage transformers. 
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in parallel with measuring systems of these types results in the application 
of fast rising high voltage surges to the instruments which should be suitably 
protected. 

Overstressing of components in measuring equipment upon disruptive 
discharge of a test object or measuring errors due to partial discharges can 
occur in a measuring system having a high frequency response appreciably 
in excess of its response in the low frequency range. These phenomena are 
usually associated with the presence of stray inductance. 

SECTION 3 IMPULSE VOLTAGE 
4. MEASUREMENT OF IMPULSE VOLTAGES 

4.1 General — Measuring systems for lightning and switching impulse 
voltages must be capable of recording much higher rates of change of 
voltage than those used for measuring other types of high voltage. Conse- 
quently, the components of the system should be specifically designed to 
have a good transient response. Therefore, a large portion of this section 
deals with methods for determining the response ^characteristics of 
measuring systems and the errors introduced by inadequate response 
capabilities. A circuit used for checking the response characteristic of a 
measuring system is shown in Fig. 1. Variations of this technique are 
possible. 

It is also important that the measuring system does not load the 
generating system so heavily that it is prevented from developing the 
required high rates of change of voltage across the test object. 

The induced voltages from heavy currents, or voltages outside of the 
measuring system are not taken into account when considering the response 
and the measuring error. Special care should be taken when the result of 
response measurements are applied to tests with heavy currents. 

It should be realized that the voltage across the test object is rarely 
identical in all respects to that across the voltage divider. 

4*2 Measuring System Components — Most high voltage impulse 
measuring systems (except sphere gaps) consist of a voltage divider, an 
oscilloscope or an indicating instrument or both, high voltage leads, low 
voltage measuring cables and earth return circuits. A high voltage damp- 
ing resistor may also be included. Important features of these components 
are explained in the following clauses. 

4.2.1 Voltage Divider — Most high voltage dividers have distributed 
stray capacitance to earth and to neighbouring earthed or live objects. 
In resistor dividers, these capacitances affect the response characteristics 
since they must be charged and discharged through the divider resistance; 
in capacitor dividers, the stray capacitances affect the scale factor of the 
system. 

8 
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a — To dc supply or impulse generator 

b — Resistor 

c — Step generator 

d — Added vertical lead, length h 

e — High voltage lead, length /, height h 9 above ground 

/ — Voltage divider 

g — To oscilloscope 

Fig. 1 The Unit Step Method 

The effect of stray capacitance can be reduced in resistor dividers by 
keeping the resistance as low as possible without unduly loading the gene- 
rating system and by using shielding electrodes at the high voltage end of 
the divider. These electrodes provide a capacitive path for charging the 
strav capacitance to earth. In capacitor dividers, the capacitance of the 
divider should be large enough to minimize the effect of stray capacitance. 

Attention is drawn to the fact that capacitor dividers for rapidly 
changing impulses may have large overshoots or oscillations in their output 
due to parasitic inductances in the low voltage arm. Mixed dividers 
consist of both capacitive and resistive elements. In such dividers, the 
effect of stray capacitance depends on the manner in which the component 
parts are connected. 

4.2.2 High Voltage Lead — The length, position and diameter of the lead 
connecting the high voltage terminal of the voltage divider to the high 
voltage terminal of the test object may all influence the performance of the 
measuring system. For any particular measurement, the length of the 
lead should be stated and it should be within the range of lengths for which 
the measuring system was calibrated. When important, its position should 
be approximately the same for a test as during calibration. 
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Ideally, the diameter of the lead should be large enough to prevent 
corona since corona on the lead can affect the performance of the measur- 
ing system. When corona cannot be prevented, it is better to use a small 
diameter lead. Vigorous streamer or leader discharges in the vicinity of 
the divider should be avoided. 

The high-voltage lead should normally be connected directly to the 
high-voltage terminal of the test object and not to the impulse generator or 
any point on the interconnecting lead. This avoids inclusion in the 
measurement of the inductive voltage drop in this lead. However, when 
measuring full standard lightning impulses or impulses chopped on the tail, 
it can in general be assumed that the error due to connecting the divider to 
an intermediate point on the lead between the generator and test object is 
negligible if the condition \/LC < 0'05 jxs is fulfilled. In this relationship, 
L is the inductance in /iH of that part of the lead which is between the 
divider and the test object ( roughly 1 (xH/m ) and C is the effective 
capacitance of the test object in ^F. The total length of lead between the 
voltage divider and the test object is then considered to be the high voltage 
lead of the measuring system. 

4.2.3 Damping Resistor — A resistor of very low inductance may be 
inserted in the high voltage lead to damp oscillations. This resistor may 
either be located close to the divider or at the input end of the high voltage 
lead. In the first case the resistor is considered as a part of the divider 
and the system then is described as a two-component system. In the 
second case the system is described as a three-component system. 

Whatever the position of the resistor, its value must be taken into 
account when determining the ratio of the system. 

The resistor may have an appreciable influence on the response of 
the measuring system. Only two component systems are dealt with in this 
guide. For three component systems, reference may be made to the 
literature. 

4.2.4 Oscilloscope — An impulse oscilloscope is essentially a well screened 
instrument with a high writing speed and with a single sweep time base 
which can be triggered in synchronism with the impulse. The high 
voltage supplies of the instrument should be stabilized and have practically 
no ripple. Means of calibrating the sweep speed and the voltage deflection 
sensitivity should be provided. Provision should also be made for 
photographic recording of the oscillograms 

It is important that the deflection plates of the oscilloscope remain 
under the same conditions of earthing and biasing during the calibration 
and during the recording of the impulse voltages. Impulse oscilloscopes 
are not normally equipped with amplifiers and the leads to the deflection 
plates are kept as short as possible to obtain good high frequency 
performance. Oscilloscopes with amplifiers are quite acceptable if they 
have a sufficiently fast response and their voltage measuring accuraty is 

10 



IS: 8690 -1977 

sufficiently high. However, such instruments are especially sensitive to 
disturbances. 

The oscilloscope is normally provided with an input connector for 
the coaxial cable from the voltage divider. The input impedance as 
measured at this connector should either match the characteristic impe- 
dance of the coaxial cable or be as high as possible depending on the type 
of the divider ( see 4.2.6 ). Sometimes, both possibilities are provided for. 
In either case, the input capacitance of the oscilloscope should be kept #> a 
minimum. The instrument may also include an internal attenuator to 
provide a stepwise division of voltage between the input connector and the 
deflection plates. 

4.2.5 Peak Voltmeter — The peak voltmeter is an instrument which 
usually functions by charging a capacitor through rectifiers to a voltage 
which is proportional to the peak value of the impulse to be measured. 
The charge is retained on the capacitor and is read by means of a very high 
impedance amplifier plus a recording or indicating instrument which is 
incorporated into the device. Such a device has an error which depends 
on the shape of the impulse to be measured and should be determined 
experimentally. The input impedance of the instrument is subject to the 
same restrictions as noted for the oscilloscope. It should be noted that 
most instruments of this type have been found to be very subject to 
interference, especially when measuring impulses which are sharply 
chopped. 

Note — It is important to check the overall sensitivity, the stability, the response 
characteristics and the sensitivity to disturbances both for impulse oscilloscopes and 
crest voltmeters. Methods for this checking are under consideration. 

4.2.6 Coaxial Cable and Matching Devices — Any measuring cable on the 
low voltage side of a measuring system should be coaxial and of the high 
frequency type. The dielectric loss of the insulation and the resistance of 
the inner conductor of the cable and that of the sheath may introduce 
errors. It is essential that the cables be matched at one or both ends to 
prevent multiple reflections which might result in measurements errors. If 
the cable is connected to two or more instruments at the same time and 
the length of the additional connecting cables is not negligible with respect 
to that of the main cable, a matching device should be inserted and all 
cables matched. When the lengths of the cables are negligible no 
matching devices are used and only one cable Js matched. 

With resistor dividers, the cable is normally matched at the 
instrument end and sometimes at both ends ( see Fig. 2A ). Any attenuator 
or connecting device inserted in the cable should match the cable 
impedance. When capacitor dividers are used, the cable is usually 
matched only at the divider end by connecting the matching impedance in 
series with the cable (see Fig. 2B). Any attenuator or connecting device 
inserted in the cable should have an input impedance as high as possible. 

11 
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Fig. 2 Methods of Matching Coaxial Cables 

Other methods of matching may be used provided that the response of the 
system meets the requirements specified in 4,9. 

4.2.7 Earth Returns — There are normally several points in the generating 
and measuring systems which are interconnected and connected to the 
earth terminal of the test object. It is important that the impedance bet- 
ween all of these points be kept to a minimum. Special care is necessary 
in areas of heavy earth currents, that is at the earth terminals of the test 
object, of the impulse generator and of any front capacitor. This reduction 
of impedance may be accomplished by the use of earth return conductors 
consisting of large non-magnetic metal sheets or by making short earth 
connections to a large metal sheet or mesh in or on the floor of the test area. 
4.3 Determination of Voltage Ratios and Scale Factors — The scale 
factor of a measuring system is usually obtained by multiplying the voltage 
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ratio of the dividers by tne sensitivity of the instrument. This sensitivity 
is determined by conventional methods. 

Various methods are available for the determination of the ratio: 

a) by calculation of the ratio based on the measurement of the 
impedance of the individual components, 

b) by simultaneous measurements of the input and output voltage of 
the dividers, and 

c) by the use of some form of bridge circuit in which the output of 
the divider is balanced against the output of an accurate adjustable 
divider. ( This method is normally more accurate than the two 
former methods. ) 

The voltage ratio of a divider is usually determined at low voltage. 
For dividers of the resistor type, measurements can be made according to 
(b) or (c) with either alternating or direct voltage. For capacitor dividers 
alternating voltages are used. To check that the determined ratio is 
applicable within a given frequency range, it is recommended that the ratio 
be determined at several frequencies, for example, power frequency 
and 1 kHz. 

In addition to the determination of the ratio it is normally necessary 
to check that the voltage ratio is constant within 1 percent for the region of 
times to crest for which the divider is intended to be used, and does not 
change more than 5 percent for the longest time to half value to be consi- 
dered. This check should be done by means of the step response or by 
comparison with an approved measuring system during the application of 
the appropriate impulse shapes. 

With dividers of the capacitor or mixed type, it is generally necessary 
to check the overall scale factor of the complete system in the actual test 
arrangement to verify the voltage divider ratio when this ratio has been 
determined independently. This is because the presence of stray capaci- 
tances can affect the divider ratio and moreover, the ratio measured with a 
low frequency alternating voltage may differ from that applicable when 
measuring impulse voltages. 

A suitable method for checking the overall scale factor is to make 
simultaneous measurements using two systems — the system to be checked 
and one involving either a suitable resistor divider or some other approved 
measuring system. In the check, an impulse voltage of the type to be 
measured should be used. The test may be done at a voltage level well 
below the rated voltage of the system being checked, thus a resistor divider 
or approved measuring system of relatively low voltage rating may be used. 
However, it should be recognised that the voltage ratio determined at low 
voltage may differ from that applicable at high voltage if there are voltage 
dependent effects in the measuring *ystem, as for example, corona. 

13 
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4.4 Response of a Measuring System — The accuracy of an impulse 
measurement can best be evaluated by using some form of generalized 
response of the measuring system. The type of response which has been 
selected for impulse measuring systems is the unit step response. 

In principle, the step response of an impulse voltage measuring system 
is the oscillogram obtained when a step voltage is applied between the two 
input' terminals. In practice, the system is modified and an approximate 
step response called the 'Experimental Unit Step Response' is obtained. 

This response can be used to obtain certain parameters of the true 
response which are useful for determining the accuracy of a measurement. 
JThese parameters are given in Table 1 together with an indication of their 
applicability. Their determination from experimental step response 
oscillograms is described in 4.6. They can also be obtained with the use 
of a sphere gap as described in 4.7. 

TABLE 1 RESPONSE PARAMETERS 

Parameter Application 

Response time, T Determination of amplitude of front-chopped impulses 

(4.6.2) 
Partial response, Toe and T'cc Measurement of superimposed oscillations 

(4.6.6) 

Lead response time, T i Used to determine T when length of H.V. lead is 

(4.6.4) changed. ( tl is a component of 7") 

Response time of system without Quality parameter of divider to be supplied by the 
H.V. lead, 7~t manufacturer 

(4.6.4) 

Experimental response time, T n Used for the determination of T 
(4.6.2) 

Initial distortion time, 7* Measurement of time parameters and amplitude of 

(4.6.3) front chopped impulses 

Resonant frequency range,/ r Measurement of superimposed oscillations 

(4.6.5) 

Virtual zero, 0' Considered to be the starting point of the step, the 

(4.6 ) response and also the signal to be measured 

4.5 Experimental Procedure for Measuring the Unit Step 
Response — Prom the high voltage input terminal of the measuring 
system, a conductor of the same diameter as the high voltage lead of the 
measuring system is arranged to run vertically downward to a small step 
generator located at ground, as given in Fig. 1. The step generator must 
have essentially zero impedance while generating the step and during the 
subsequent response, and is some form of high speed switch which short- 
circuits the two input terminals. The voltage step is generated by 
applying a voltage across the switch and then closing the switch. Suitable 
switches for the purpose are a mercury-wetted relay, or a gap having an 
essentially uniform field ( of about 1 mm spacing ) which is caused to spark 

14 



IS 1 8690- 1977 

over. Large gaps are not satisfactory for an accurate determination 
because they do not have a sufficiently fast rate of change of voltage nor 
do they have a sufficiently low impedance after spark over. 

If a mercury-wetted relay is used, the voltage source can be a low 
direct voltage source connected through a current limiting resistor. -The 
output from the voltage divider will generally be too low to record with 
the normal impulse oscilloscope and. an oscilloscope having a higher sensi- 
tivity will have to be used. This oscilloscope should have response 
characteristics similar to those of the impulse oscilloscope normally used as 
otherwise erroneous information will be obtained about the behaviour of 
the measuring system when measuring rapid rates of change of voltage. 
It is also important that the normal impedance to earth from the divider 
output and the normal cabling arrangements be maintained when using 
this oscilloscope, especially when taking the response of capacitive dividers. 

If a gap having an essentially uniform field is used for the switch, an 
impulse having a front of 10 to 15 ps can be applied, the amplitude being 
adjusted to cause the gap to spark over at or near the peak of the voltage. 
For capacitor dividers, direct or alternating voltages may be used. The 
spark over voltage of the gap can be increased by increasing the pressure; 
this may eliminate the need for amplification and thus permit the use of 
the normal impulses oscilloscope. 

It is recommended that the experimental procedure be carried out 
for several lengths of the high voltage lead covering the range which is 
likely to be used in practice. 

It is also recommended to take the response oscillogram with several 
time sweeps ( see 4,6.1 ). 

4.6 Determination of the Response Parameters from Step Response 
Oscillograms — Typical response oscillograms obtained by the unit step 
method are shown in Fig. 3. In many, the initial part is either founded 
as in Fig. 3G or shows -bumps, or oscillations as in Fig. 3F to 3H. This 
initial region- is referred to as the 'toe' region and its shape is important 
when analysing front-chopped oscillograms. 

In order to establish the response parameters, a virtual zero point 0' 
has to be determined; a procedure for doing this is given in 4,6.1. This 
virtual zero 0' is considered to be the starting point of the step, the 
response, and also of the signal to be measured in a practical test. 

4.6.1 Determination of the Virtual Starting Point r and Unit Amplitude — 
The virtual starting point 0* of a step response oscillogram is defined as the 
intersection of the time axis and a straight line drawn as a tangent to the 
steepest portion of the front of the response. 

In the case of a response with oscillations on the front, a mean curve 
is drawn through the oscillations and used to determine the straight line. 
In the case of significant initial distortion as shown in Fig. 3F, 3G and 3H, 
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Fig. 3 Typical Oscillograms Obtained by the Step Method 
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this distorted part is neglected when drawing the tangent and the virtual 
zero point is determined as above. 

It is self-evident that the determination of 0' is to a certain extent 
arbitrary, particularly in the case of responses having large initial distortion. 

The level corresponding to unit amplitude must also be determined. 
In IS : 2071 ( Part III )-1976*, this amplitude is defined by the help of the 
scale factor of the system ( see 4.11*1 ). 

A simple but sufficiently accurate method for the determination is to 
take the level to which the response approaches qt around which the 
response oscillates as unit amplitude. This may require the use of 
different sweep speeds. 

To clearly determine this reference line, it may be desirable to 
eliminate oscillation in the step response. This can be done by inserting a 
resistor at the junction of the measuring system lead and the switch used 
for generating the step. 

4.6.2 Determination of the Response Time, T — To determine the response 
time T, the areas 7a, 7"p, etc, are determined as the areas enclosed 
between the step and the unit step response, both of which are assumed to 
start at 0'. In the case where there is an initial deviation between the 
response oscillogram and the straight line used to determine 0', such as 
shown in Fig. 3G to 3H, this initial deviation is neglected and the straight 
line is considered to represent the response for that part. 

In the experimental circuit for determining the response parameters, a 
vertical lead has to be used to connect the horizontal divider lead to the step 
generator. An approximate step response T n called the * Experimental 
Unit Step Response ' is obtained and equals: 

Tn = 7a — 7p + Tf 

The response time T is determined from T n by correcting for the 
effect of the vertical lead. The response time T is given by: 

r-r n + T V (i-f) 

where 

<r v & the propagation time along the vertical lead; t v = h/c 
where A is the length of the vertical lead and e is the 
velocity of propagation of an electromagnetic wave 
(300 m/fis) 
Z — the characteristic impedance of the vertical lead. For 
practical purposes it is sufficiently accurate to use the 
impedance of the horizontal lead given by: 



where d is the diameter of the lead. 



♦Methods of high voltage testing: Part III Measuring devices (first revision ). 
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\i is the permeability of free space = An X 10"' H/m 

e is the permittivity of free space =» 8*85 x 10" 12 F/m 

R a the resistance between the top of the divider and ground 

and is infinite for capacitor dividers and for mixed 

dividers with series resistance. 

7 
The term t v ( 1 — 9r) represents the correction for the effect of the 
Jti 

vertical lead. 

4.6.3 Determination of the Initial Distortion Time, T — The initial 
distortion time T is defined as the area between the unit step response and 
the straight line used to determine 0', and is taken from the moment the 
response first deviates from zero up to the moment when it meets the 
straight line ( see Fig. 3F to 3H ). 

4.6.4 Determination of the Response Time, T%, of the System Without High 
Voltage Lead — The response time, T% of the system without high voltage 
lead is determined from: 



T+Tl( 



1 



R 



T+ T x 

Tl = I/C 

where 

Ti = propagation time along horizontal lead, 

s= l/c, where / is the length of the horizontal lead [for the 
significance of the other symbols ( see 4.6.2 ) ], and 

7i = lead response time. 

Note — In Appendix A a method is given for estimating a value for T% for a simple 
resistor divider. 

4.6.5 Determination of the Resonant Frequency Range — The resonant fre- 
quency range is defined as the range extending from the resonant frequency 
visible on the step response taken with the longest practicable lead to about 
1*5 times the frequency which is visible when the shortest lead is used. 
Oscillations ton the front of the response oscillogram as shown in Fig. 3E 
are neglected in this determination. 

Note — When determining the resonant frequency range, it may be found desirable 
to take two additional step reponses with all series damping resistors in the divider 
snort-circuited in order to increase the amplitude and duration of the oscillations. 

4.6.6 Determination of Partial Response Time, Tec — The partial response 
time, 7a, is normally given by the area between the unit step shifted to the 
point 0' and the normalized unit step response curve up to the instant 
when the response first reaches unit amplitude {see Fig. 3 ). 
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This is the quantity which is related to the effective steepness of the 
step response and is indicative of the ability of the measuring system to 
reproduce oscillations superimposed on an impulse voltage. In particular 
cases, a different parameter 7*'a is used (see 4,9*3 and Fig. 8 ). 

4.7 Determination of the Response Parameters by the Sphere Gap. 
Method — The sphere gap to be used in this method is a vertical one 
having 250 mm diameter spheres. It must meet the requirements laid 
down in IS: 1876-1961* and shall be adequately irradiated. The sphere 
gap is used in two different ways for the determination of the step response 
parameters. For the determination of T and T%> the voltage/time charac- 
teristic of the gap is used, whereas for determining Toe, the gap is used as a 
step genera ton Note, however, that using the gap as a step generator is 
not satisfactory for determining T and T% — the gap sparkover is too slow. 

4.7,1 Determination of the Response Time, T — The sphere gap mentioned 
in 4.7 when set to a spacing of 60 mm, has an accurately known voltage/ 
time curve for linearly rising voltages of negative polarity. The curve is 
reproduced in Fig. 4 in a form which enables it to be used for determining 
the response time T of a measuring system. 

To determine the response time, the measuring system is used to 
measure one or more points on the curve of Fig. 4. The difference bet- 
ween the value given by the curve and the measured value of sparkover 
voltage, corrected to standard atmospheric conditions ( see IS : 1876-1961* ) 
is inserted Jn the following formula to obtain the response time or the 
system: 



T~* — ^-(ns) 



where 



&U =» the difference in kilovolts between the sparkover voltage 
U given by Fig. 4 and the measured value corrected to 
standard atmospheric conditions, and 

S = the measured rate of rise of voltage in kilovolt per 
nanosecond. 

If the measured sparkover voltage is lower than that given by Fig. 4 
the response time is positive; if it is higher, the response time is negative. 

In order to achieve the greatest accuracy with this method, the 
following procedure is recommended. 

4.7.1.1 The sphere gap should initially be set to a spacing of 70 
to 75 mm and the impulse generator adjusted to produce across it, negative 
impulses wlrich rise as linearly as possible. The critical part of the recor- 
ded voltage rise is the last 40 percent before the sparkover of the gap ( as 

♦Method for voltage measurement by means of sphere-gaps (one sphere earthed). 
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in Fig. 5A ) unless this portion is all above 160 kV. In this latter case, the 
critical part extends down to 160 kV as in Fig. 5B ( the approximate value 
of the 50 percent sparkover voltage of the gap when set to a spacing 
of 60 mm). 
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Fig. 4 Sphere Gap Sparkover Voltage as a Function of 

Steepness (Valid for Negative Voltages); Sphere Diameter 
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Fio. 5 Determination of Steepness When Using Sphere 
Gap Method 

4.7.1.2 Three impulses should be recorded with the gap set at this 
larger spacing without any change in the generator settings or controls. 
The rate of rise is determined for each of the oscillograms and the mean of 
the three rates is used as S in the above equation for T. The rate of rise 
is the slope of the best fit straight line for the critical part of the voltage 
rise described in 4.7.1 .1. 

4*7.1.3 The gap is then set to the 60 mm value. Three more 
oscillograms arc recorded without any change in the generator settings or 
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controls. The mean of the three recorded sparkover voltage is corrected 
to standard atmospheric conditions and A U determined using Fig. 3 in 
conjunction with the previously determined value of 5. The response time 
is then calculated using the equation for 7*. 

4.7.1.4 The procedure is repeated with two other appreciably 
different rates of rise of voltage to provide three determinations of T. 

4.7.1.5 The average of the three response times obtained is the 
response time of the system and the spread of the three values is indicative 
of the accuracy of the determination. 

Note — For the use of the method described above it is important that the following 
requirements are fulfilled: 

a) The gap setting, the irradiation of the gap, and the correction for the atmospheric 
conditions must be properly done. 

b) The scale factor applicable to the measuring system must be accurately known. 
The error in the response time determination will be equal to the percentage error 
in the scale factor multiplied by the time to sparkover. 

c) It must be possible to determine the steepness of the applied voltage from the 
output of the measuring system, that is, the applied voltage must be linearly rising 
for a sufficiently long time to enable the output voltage to follow the input 
voltage. 

In practice, the sphere gap method is not usually applicable to large 
measuring systems since they do not comply with item (c) above. 

4.7 # 2 Determination of the Partial Response Time, Tol or T'a — To determine 
the partial response time, 7a or T'a the same gap as above is used but the 
setting is no longer critical. To obtain the steepest voltage collapse and 
to reduce the influence of the impulse generator, it is recommended that a 
resistor of the order to 10 ko be inserted in the lead from the impulse 
generator to the sphere gap at the gap end of the lead. Also, it is desirable 
that the voltage across the gap has essentially zero rate of rise at the time 
that the gap sparks over which can be achieved by chopping an impulse at 
or near the peak. The resulting record of the voltage collapse can be 
treated as a step response for the determination of 7a or T'a. The value 
obtained will be somewhat larger than that obtained by the unit step 
method, but it is sufficiently accurate for most purposes. 

4.7.3 Determination of the Response Time, T\ of the System Without High 
Voltage Lead — The response time Xt is calculated from the value of T 
determined above in the same manner as described in 4.6.4. 

4.7.4 Determination of the Resonant Frequency Range — The resonant 
frequency range is determined in the same manner as described in 4.6.5 
using the gap as a step generator as in 4.7.2. 

4.8 Relation of Response Parameters to Measuring Errors — There 
are three response parameters, response time T, initial response time 7a, 
and initial distortion time T 0y which can cause errors in the measurement 
of amplitude and time parameters of impulse voltages. 
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4.8,1 Errors Caused by Response Time, T — The response time T affects the 
measurement of the time parameters and the amplitude of front-chopped 
impulses. 

According to the definition of the response time given in IS: 2071 
( Part III )-1976* 3 the response of the system to a ramp, after a certain time, 
can be regarded as following the ramp with a delay T, equal to the response 
time. At the moment of chopping, the difference 8 between the applied 
and measured voltage then becomes: 

8 = S. T ...(1) 

It can also be shown, as explained in Appendix B, that the same 
relation can be derived considering the response time determined from the 
unit step response. 

Equation (1) is approximately valid under the following conditions: 

a) The output voltage form is linear and parallel to the input voltage 
form. 

b) A virtual zero point of the response is defined according to 4.6.1, 
this point is also considered as the starting point for any voltage 
to be measured. 

c) A measure of the response time is used as defined in 4.6.2. 

d) The initial distortion time 7* , as defined in 4.6.3 is sufficiently 
small. 

More general relationships are illustrated in Fig. 6A for a linearly 
rising front chopped impulse, the Fig. 6B for a non-linearly rising front 
chopped impulse and in Fig. 6G for a full impulse. Fig. 6D illustrates a 
case where a distortion occurs before the crest value is reached; this may 
be an effect of the initial distortion of the response. It also illustrates how 
the instant of the measured crest value docs not coincide with the moment 
the chopping occurred which may result in a different error than the one 
given by equation (1). However, this phenomenon usually can be neglec- 
ted and, for front chopped impulses; the measuring error 8, defined as the 
difference between the crest value of the applied voltage and the measured 
one becomes approximately: 

8 a S h . T 

where 5l is the steepness of the applied voltage prior to chopping. 

Similarly, the error 8t in the measured time to chopping for a 
linearly rising applied voltage becomes: 

8 t - T 
For other types of applied voltage, no simple rules can be given. 

The error in the measurement of the peak value of full impulses 
cannot be determined according to the formula since the steepness is zero 

♦Methods of high voltage testing: Part III Measuring devices (first revision ). 
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at the peak. In fact, an amplitude error occurs but the error becomes much 
less than the one when the impulse is chopped on the front. 

The delay, as indicated in Fig. 6G, also gives an error in the 
measurement of the time parameters of the full impulse. The greater error 
usually occurs in the measurement of the front time. 

The errors in crest value and in time parameters can be evaluated by 
applying Duhamers theorem to the response oscillogram and the assumed 
form of the applied voltage. 
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Fig. 6 Response Time and Measuring Errors in Practical 

Measurements 



4.8.2 Errors Caused by Initial Response Timt % T% — The impulse to be 
measured may have superimposed oscillations. The accuracy with which 
these are recorded is governed by the steepness of the step response of the 
measuring system. IS : 2071 ( Part II )-I974* requires that the amplitude 
of these oscillations does not exceed 5 percent of the measured impulse 
crest value. To comply with this requirement it is necessary to ensure 
that the system reproduces these oscillations correctly. 

* Methods of high voltage testing: Part II Test procedures (first revision ). 
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In general, the ratio a of the actual to the measured amplitude of 
these oscillations is given by: 

a^Vl+(2*/7"a)* ... (2) 

where/ is the frequency of oscillation. 

4.8.3 Errors Caused by Initial Distortion Time, T — The initial distortion 
time 7~o can cause additional errors in the measurement of front chopped 
impulses. 

No guidance is given concerning corrections for these errors but they 
can be made negligible by restricting the magnitude of T (see 4.9.1). 

If 7*o does not meet the requirements of 4.9,1 the measuring system 
preferably should be modified. 

4.9 Criteria Relating to Corrections — Measurements of the basic . 
impulse shape and peak value can be sufficiently accurate provided they 
meet the conditions outlined in 4.9.1. 

In certain cases corrections may be made as described in 4.9.2. 

4.9.1 Conditions for Measurements to be Sufficiently Accurate Without Corrections 

a) The response time Tmust be within the limits specified in IS : 2071 

(Part III). 1976*. 

b) In IS: 2071 (Part II)-1974f, the amplitude of oscillation on the 
peak of the impulse voltage is restricted to 5 percent. The maxi- 
mum frequency^/lnax which may reasonably occur in an impulse 
voltage test circuit is determined by its dimensions and given in 
IS : 2071 (Part III)-1976*. The requirements that oscillations up 
to this frequency should be discernible means that they should 
have an amplitude of not less than about 1 percent on the 
oscillogram. This leads to the following requirement, based on 
equation (2): 

Ta<—^— ... (3) 

If the highest recorded frequency/meetsthe following requirement 

/<^W - w 

then its amplitude is measured with sufficient accuracy and no 
corrections are necessary. 

c) When an impulse voltage is sharply chopped, the chopping can be 
considered a3 the addition to the unchopped impulse of a negative 
step plus a negative ramp having the same shape as the original 
impulse at the instant of chopping. The negative ramp cancels 
the original rate of rise and the negative step produces the sharp 



♦Methods of high voltage testing: Patft III Measuring devices (first revision ). 
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drop in voltage. The behaviour of the measuring system at and 
following the instant of chopping is therefore determined by the 
initial portion of the response to these two added impulses and 
primarily, by its initial response to the negative step. This is in 
sharp contrast to the measurement of full impulses where little 
concern was given to the initial behaviour of the measuring system. 
For the determination of the response time of the measuring 
system, the initial part of the step response is ignored and the step 
response is assumed to start at the point 0' in Fig. 7A. This 
assumption means that the time interval 0-0' is regarded as a non- 
distorting delay, which is quite reasonable when dealing with full 
impulses. The situation is different when dealing with chopped 
impulses, where the initial part of the step response is of 
considerable importance. 

If the step response has the shape as shown in Fig; 7A, a consider- 
able distortion may take place around the peak of the impulse 
voltage as shown in Fig. 7B. The type of distortion depends on 
the original rate of voltage collapse and of the shape of the step 



git) 





Fig. 7 Effect of Initial Distortion on Front Chopped Impulse 
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response during the interval 0-0', that is, the initial distortion 
time 7*0. Caution should be exercised in the evaluation of such 
oscillograms. If a correction has to be applied using the response 
time as defined in this document, the highest peak should be 
considered as the measured value : 

In order to reduce the errors caused by the initial distortion time T 
to negligible proportions the following requirements should be met: 

T < 0-005 T c ... (5) 

If 7" > 0*005 Tc, the measuring system preferably should be 
modified. 

4.9.2 Conditions for Correcting Measurements and Limits of Application of the 
Corrections 

a) Correction of the peak value of a front chopped impulse is based 
on the response time 7*. In the case of impulses chopped on the 
front after relatively short times, the measuring system may not 
fulfil the requirements of IS: 2071 (Part III)-1976*. For such 
cases, with agreement between the parties involved, an approxi- 
mate correction of the measured peak value may be made 
according to: 

£7corr = t/meas ~\~ St, . T 
where 

£/"corr = the corrected peak value, 
^meas = the measured peak value, ana 

AY = the slope of the measured impulse prior to the 
chopping. 

When corrections for response time are to be made, a test 
measurement should be made using two different lead lengths for- 
the measuring system. The shorter one should be the length 
which it is desired to be used and the longer one should preferably 
be long enough to bring the response time to within the required 
limits, or at least long enough to ensure that the two versions of 
the measuring system have appreciably different response times. 
Each of the measurements should then be corrected for the 
appropriate response time and if the correct values agree within 
say 2 or 3 percent and the correction does not exceed 20 percent, 
. it can generally be assumed that the method of making the 
correction is valid. 

The only time parameter measurements which can normally 
be corrected are those in which the two points defining the 
parameter are located on a portion of the impulse which has a 
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constant slope. This generally means that only measurements o 
T T can safely be corrected. T T is the rise time for a linearly rising 
front chopped impulse [see IS: 2071 (Part II)-1974*]. The 
correction is made by adding the response time of the system 
algebraically to the measured value of the time parameter. When 
such corrections are made, their validity should be checked in the 
same manner as for corrections to amplitude measurements. 

In all cases where measured values are corrected, it is 
important that every precaution be taken to ensure that the cor- 
rection is accurate and justified. Even then, the uncorrected 
results should be reported together with the corrected ones. 

b) If the criteria given in equations (5) and (6) are not met, the true 
amplitude of the oscillations is then obtained by multiplying the 
recorded amplitude of the oscillation by a, where a is given by 
equation (6), except in cases (i) and (ii) below: 

a= V 1 + (27T/T*a) 2 ...(6) 

where y* is the frequency of the oscillations. 
i) When the response has a steep initial portion which only 
extends to a level k < 1, and from this level on, the response 
rises much more slowly ( see Fig. 8), a partial response time 
7~'a is determined. This is the area enclosed by the unit and 
the steep portion of the step response extended to unit 
amplitude ( see Fig, 8 ). If A; > 0'4 

« = -1 Vl + (2*/r'a)T _ (7) 

If k ^ 0*4, equation (6) is used with Tec. 

ii) In the case of measuring systems with significant resonance, 
cc is taken as unity for frequencies below and within the 
resonant frequency range. For frequencies above that range, 
equation (6) should be used. 

Note — Resonance increases the amplitude of the oscillations. Thus, 
an application of rule (b) (ii) will give values on the safe side. 

The corrected amplitudes are compared with the limits 
given in IS : 2071 ( Part II )-1974*, in which comparison, 
oscillations with frequencies above /max are neglected. 

While normally oscillations exceeding permitted levels would 
rule out acceptance of the test voltage, there are conditions 
under which the test voltage is acceptable. This is the case 
where the measuring system has a resonant frequency range 
and within this range, it may drastically amplify oscillations 
present on the test voltage, especially those appearing on the 
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lower portion of the front. If it can be shown by suitable tests 
that the amplitudes of the oscillations on the test object are 
negligible, the oscillogram can be considered acceptable pro- 
vided the presence of the oscillations does not prevent an 
accurate evaluation of the shape and amplitude of the im- 
pulse. For example, if the impulse is chopped at or near the 
peak, the recorded oscillations must have died out before this 
point is reached. 

If the oscillations do not prevent an accurate evaluation, a 
smooth curve shall be drawn through them to determine the 
amplitude and shape of the impulse. 

A procedure to determine if the oscillations recorded on 
the test voltage oscillogram are present on the voltage across 
the test object is described in Appendix C. 

The above procedures concerning oscillations are illustrated 
by the flow chart diagrams in Fig. 9 and 10. 

c) There is no recommended correction for the initial distortion time 
T . If the conditions given by equation (5) cannot be met then 
the measuring system preferably should be modified. 




Fig. 8 



Determination of T 'a for A Response with Steep 
Initial Portion 



4.10 Evaluation of a Measuring System by Comparison Method — 

Instead of determining the performance of a measuring system by analys- 
ing its response characteristic, its suitability for the measurement of a 
particular type of impulse may be determined by comparing the results 
obtained with those from an independent approved measuring system. If 
the comparison is made with impulses of different shapes, conclusions can 
be drawn concerning the range of shapes for which the system is suitable, 
but in general it is desirable that the comparison be made with the parti- 
cular impulse shape to be measured. When making such a test, both 
systems should be connected simultaneously to ensure that the same impulse 
is being measured by both. This test may be performed at a relativelyjow 
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Note 1 — For any measurement, the response time requirement shall be met. 

Note 2 — An acceptable measurement is a prerequisite for determining whether or 
not the test voltage is acceptable. 

Note 3 — Even though a measurement is acceptable the test voltage is not necessarily 
acceptable. 

Note 4 — An acceptable measurement is only valid up to the instant of chopping on 
chopped oscillograms . 

Fig. 9 Flow Diagram for Evaluating Impulse Oscillograms 
Monotonic Step Response 
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*/ r is all frequencies within the resonant frequency range. 

Note 1 — For any measurement, the response time requirement should be met. 

Note 2 — An acceptable measurement is a prerequisite for determining whether or 
not the test voltage is acceptable. 

Note 3 — Even though a measurement is acceptable the test voltage is not necessa- 
rily acceptable. 

Note 4 — An acceptable measurement is only valid up to the instant of chopping on 
chopped oscillograms. 

Fio. 10 Flow Diagram for Evaluating Impulse Oscillograms — 
Oscillatory Step Response 
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voltage level so that an approved system of much lower rating than that 
being tested may be used. Note that there is a possibility that there may 
be coupling between the two systems and precautions should be taken to 
ensure that this does not occur. 

4.11 Various Sources of Errors and Precautions 

4.11.1 Variation of Divider Ratio for Long Impulse Duration — The 
determination of the impulse voltage duration for which the scale factor of 
the measuring system is valid is particularly important in the case of 
capacitor voltage dividers. For such dividers a shunting resistance across 
the low voltage capacitor of the divider can cause an apparent change in 
scale factor with duration of the applied voltage; therefore, it has to be 
ensured that the time constant of the low voltage arm of the divider is 
sufficiently large compared with the duration of the longest voltage to be 
measured. 

The effective variation of ratio may also produce an error in the 
determination of the response time of the system as the reference line 
cannot be determined without ambiguity. 

For resistor dividers, it is necessary to ensure that the temperature 
rise of the resistor is low enough to prevent any appreciable change in the 
resistance value during the duration of the impulse. 

4.11.2 Proximity Effects — Both the voltage ratio and the response time 
of a voltage divider may be affected by changes in the capacitance to earth. 
It is important that the determinations of response times and divider ratios 
be made with the apparatus in a typical working position relative to other 
objects. 

The minimum clearance which shall be maintained between a 
measuring system and other objects which are at either earth or high 
potential should be determined [see IS: 2071 (Part III)-1976*]. One 
method of doing this is to investigate the effects on the step response when a 
vertical earth plane, for instance, is moved closer and closer to the voltage 
divider. In the case of resistor dividers, when the earth plane is too close, 
the shape of the step response will be affected because the stray capacitances 
to earth are augmented. The change in shape might not be readily apparent 
from a visual inspection of the response so the effect on Tot and T\ should 
be used as an indication of when the minimum clearance has been reached. 

This method is not too reliable for dividers involving capacitors 
because the stray capacitances to earth may affect the scale factor rather 
than the response characteristics. For such dividers the scale factor should 
be measured or compared with that of some other system while the 
proximity effect is being investigated. This may be done by making 
simultaneous measurements with both systems as the earth plane is being 
moved in towards the divider of the system being investigated. 

•Methods of high voltage testing: Part III Measuring devices {first revision }. 
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With a slight variation, the above method may also be used to check 
the proximity effect of objects at high voltage. In this case, the movable 
plane is live instead of earthed. A method for carrying out this check is 
illustrated in Fig. 11. Here a transient voltage is applied to the movable 
plane during the recording of the step response of the measuring system 
and th,e time at which this voltage is applied may be adjusted by changing 
the length of the lead between the movable plane and the step generator. 
Varying the length of this lead may sometimes increase the sensitivity of 
the detection of proximity effects. 

Another variation of the technique may be used to check the effect of 
having the high voltage lead at different angles relative to the axis of the 
divider. In this case the movable plane is removed from the circuit and 
the step response is measured for different angles of the high voltage lead 
relative to the axis of the divider. 

4,11.3 Corona Effects and Precautions — Corona on the high voltage lead 
may change the response time of a measuring system and corona from 
metal-work at intermediate points on a voltage divider may be responsible 
for measuring errors. In most cases, the use of connections of large 
diameter and of suitable screening rings will reduce these effects, provided 
they are corona free. If not corona free, they may affect the response 
time and the measuring errors. 




zr:9 



or impulse 



/ 



a — To dc supply 

* generator 

b — Resistor 
c — /Step generator 
d — Added vertical lead, length h 

Fig. 1 1 Check of the Proximity Effects 



High voltage lead, length /, 
height k t above ground 
Voltage divider 

g — To oscilloscope 

h — Metallic screen 
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4.11.4 Disturbance Level Check — Spurious indications on instruments or 
oscillograph may occur due to large currents circulating in the earthing 
system ( especially in the sheaths of measuring cables), or to the influence 
of stray fields on either the measuring, circuit or the instrument itself. 

One method for investigating the disturbance level caused by current 
in the sheath of a measuring cable is to short-circuit the input end of the 
cable, leaving the sheath connected to the earth terminal of the voltage 
divider and without changing any other connections in the circuit as in an 
actual test. If an impulse of about 60 to 100 percent of the appropriate 
test value is generated in the test circuit, the deflection on the instrument 
should be negligible, say 1 to 2 percent, for the system to be considered free 
of disturbance. If an appreciable deflection is obtained, the test may be 
repeated with the cable matched at its input end instead of being shorted. 
If this eliminates the deflection then the system may generally be consi- 
dered satisfactory. It should be pointed out that neither of these 
approaches gives a true indication of the disturbance level and the dis- 
turbance recorded may be exaggerated. However, if the disturbance is 
significant as shown by these tests, efforts should be made to eliminate it. 

To reduce the disturbance level, loops in the layout of the earthing 
system should be eliminated or reduced to the smallest practicable dimen- 
sions. It is also possible in some cases to effect an improvement by using 
double shielding on the measuring cable and by improving the shielding 
and isolation of the measuring instrument. 

To reduce magnetic coupling measuring cables should whenever 
possible be located away from conductors carrying heavy currents. 

Note — Other means of reducing disturbances are under consideration. 

Flashover phenomena may create measuring errors or oscillations. 

In a system whose high frequency response appreciably exceeds its 
response in the low frequency range, two phenomena may occur: 

a) flashover of test object may result in ovcrstressing the measuring 
equipment, and 

b) extensive partial discharges may produce measuring errors. 

These phenomena are usually associated with the presence of stray 
inductances in underdamped capacitive circuits. Heavy overshoot on an 
experimental step response is often indicative of this condition. 

Excessive voltage drops may occur even on short lengths of ground 
conductor. These may give rise to measuring errors or may cause spurious 
oscillations due to sparking. 

In the analysis of experimental step responses, inaccuracy in locating 
the level of the standard unit step can be a major source of error in 
determining the various response times* 

35 



IS: 8690- 1977 

SECTION 4 IMPULSE CURRENT 

5. MEASUREMENT OF IMPULSE CURRENTS 

5.1 General — Measuring systems for impulse currents must be capable of 
handling very high currents — of the order of tens or even hundreds of 
thousands of amperes. Because of the very rapid rates of change of current 
involved, the inductance of the impulse current circuit shall be kept low 
and careful attention paid to the design of the components to ensure this. 
It is also important that the insertion of the measuring system into the 
test circuit should not introduce unnecessary impedances. 

5.2 Commonly Used Measuring Systems — The following are typical 
systems used for measuring impulse currents: 

a) Shunt with oscilloscope or peak reading instrument and 

b) Current transformer with oscilloscope or peak reading instrument. 

5.2.1 Measuring System Components — Many of the components of an 
impulse current measuring system are the same as those used in voltage 
measuring systems and they should meet the same requirements as outlined 
in 4.2. The following components arc specifically for current measuring 
systems: 

a) Shunt — The most commonly used form of shunt is that having a 
tubular construction. Figure 12 shows the construction features 
of some example? of this type of shunt. The resistance material 
used should be non-magnetic. 

b) Current transformers — Specialised wide-band current transformers 
may be used for the measurement of short duration impulses. 
They are advantageous over shunts in so far as they permit isola- 
tion from earth and hence may be arbitrarily located in the current 
circuit. No guidance is given here on the design features of such 
components. 

5.2.2 Step Response of Current Measuring Systems — The response time of a 
current measuring system shall be determined experimentally, however, 
the method outlined below for calculating the response time to tubular 
shunts may prove useful in design. 

5,2.2,1 Response time of tubular shunts — Tubular resistance shunts 
usually have an aperiodic type of step response and if the actual zero is 
used the response time is given approximately by: 

T— -&• — 
6 • p 

where 

T = the response time in s, 

jjt = the absolute permeability in 4 tc. 10~ t Vs/Am 3 
d = the wall thickness of resistance in m, and 
p = the resistivity of the tube material inOm. 
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TUBULAR RESISTOR 



A — ► 
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TUBULAR RESISTOR 
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A — "**~"| 



12 B 



TUBULAR RESISTOR 




I2A Multiple Tube, Coaxial Return 
I2B Coaxial Return 
I2C Non-coaxial Return 

Note — The impulse current flows from point A to point B. 
Fig. 12 Tubular Shunts for Impulse Current Measurements 
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However, due to the use of the virtual zero 0', the response time is 
determined more accurately from: 

T— J^°- — 

8 * P 
Note — The response of tubular shunts may be improved by including a 
compensating network in the part of the shunt which provides the output voltage 
signal. Such a compensating network maybe magnetically coupled with the current 
carrying part of the shunt. 

5.2*2.2 Experimental determination of the step response — To determine the 
response time of a current measuring system, a step of current is applied 
to the system and the resulting response is treated in the same manner as 
outlined in 4.5 for impulse voltage systems. However, the response time 
obtained by integrating the experimental step response is the true response 
time of the system and, needs no correction since there are no long leads 
associated with its determination. 

The basic difference between the methods of obtaining the step 
response for current measuring systems and for voltage measuring systems 
is that the latter are taken using a zero impedance source whereas the 
current responses should be taken with an infinite impedance source. 
This is not practical, but it is generally satisfactory if the impedance of the 
step generator is very large compared with the impedance of the current 
measuring system. 

A practical form of step generator is a charged cable or transmission 
line which is switched onto the measuring system as illustrated in Fig. 13. 
When the switch is closed, a current step with an amplitude equal to the 
quotient of the charging voltage divided by the cable surge impedance, 
will be applied to the measuring system. The cable shall be long enough 
to ensure that the response of the measuring system has settled before a 
reflection from the opposite end of the cable arrives at the switch. This 
method is similar to that for obtaining the step response of a voltage 
measuring system ( see 4.5), the difference being that here the switch 

MERCURY 
WETTED SWITCH 

ISOLATING / 

RESISTOR / SHUN7 _ 



TO OSCILLOSCOPE 



Fig. 13 Determination of Step Response of Impulse Current 
Measuring System 
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connects a voltage source onto the system whereas in the other, the switch 
generates the step by short-circuiting the input of a charged system. 
Because of the similarity of the two methods, the same types of switches are 
used and the same conditions regarding amplification apply. 

5.3 Precautions — In circuits where high current impulse occurs, the 
voltage drops on even short lengths of conductor may be considerable. 
Precautions are necessary to ensure that these do not result in measuring 
errors and that the earthing of test circuits is such that damage to the 
insulation of measuring or recording instruments does not occur. 

Stray magnetic fields may also cause measuring errors which may be 
detected by altering the arrangement of conductors. 

In addition, some specific precautions should be taken depending on 
the use of either shunts or current transformers. 

5.3.1 Shunts — Care should be taken to ensure that the resistance of the 
shunt does not change appreciably with heating caused by the impulses to 
be measured. They should be designed with a sufficient energy storage to 
prevent permanent damage in case of failure of a series impedance such as 
a test object or a damping resistor. 

5.3.2 Current Transformers — -They are generally of lower bandwidth than 
shunts and are not capable of transferring dc components. 

The step response of a current transformer decreases with time and 
the rate of decrease is determined by the ratio of mutual inductance and 
burden resistance. 

Operating range of current transformers with magnetic core is 
limited by a rated ampere-second product of the current impulse, which 
saturates the core and reduces the coupling impedance. 

SECTION 5 STATISTICAL EVALUATION 

6. MEASURING ERRORS 

6.1 In any measurement the actual value obtained differs by a certain 
amount from the true value. 

6.1.1 This difference may come from two main causes, namely: 

a) the measuring system is not perfect, the recorded value being 
different froia the value to be measured divided by the scale v 
factor. That may be due, for example, to the effect of the response 
time, and a corrected value has to be calculated if needed. 

b) the characteristics of the measuring system are not known 
perfectly. Observational and environmental errors may occur at 
random. If each of these errors is called e^ e*z> e$, . . . e a , and, if 
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all thes's errors are independent, they are likely to be both 
positive and negative and the statistical overall error is equal to: 

E B = \/^ r + ^ + '3 2 + •» + *n* 
6,1.2 Consequently, the errors may be considered as randomly 
drawn from a Gaussian distribution defined by a standard deviation 
cr and with a mean value equal to zero. Under this assumption the error, 
E ** ± 2 a, has less than 5 percent probability of being exceeded and, 
therefore, is referred to as ' the maximum error \ 

APPENDIX A 

( Clause 4.6.4 ) 

RESISTOR DIVIDERS 

As a first estimate, neglecting a number of factors, such as the induct- 
ance of the divider and the effect of the low voltage arm, the response ^time 
of a vertical resistive divider without a high voltage shield electrode and 
with the bottom at ground level is given approximately by: 

r - RC 

where 

7"t = the response time in s, 
R = the total divider resistance in a, and 
C = the total divider capacitance to earth in F ( the capacit- 
ance may be measured by a conventional capacitance 
measuring bridge). 

However, due to the use of the virtual zero, the response time is 
determined more accurately from: 

* . RC 

The capacitance C of a vertical divider may be determined as the 
capacitance of a vertical conductor if the bottom of the divider is approxi- 
mately at ground level: 

C = 27re ~ 

log* 



r V3 
where 

e — the dielectric constant of vacuum = 8'85 10~ 12 F/m, 
/ = the length of the divider in m, and 
r = the radiU3 of the divider in m. 
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APPENDIX B 

(Clause 4.8.1 ) 

MATHEMATICAL BASIS FOR RESPONSE TIME J 

The response time is defined in terms of the instantaneous measure- 
ment error relative to the rate of change of the quantity being measured. 

The idealised response time is equal to the algebraic sum of the areas 
between the unit step response and unit amplitude { see Fig. 3 ). 

7"= To. — Tp+ Tf 
This relationship may be derived by analysing the behaviour of a 
measuring system when it is used to measure a linearly rising voltage of 
the form U=*S.t, S being the steepness. Such a voltage may also be 
regarded as being the integral of a step of amplitude S. Tin;- 

t t 

U=S . t= I Sdt = S I dt 

o o 

If the measuring system has a normalized step response g(t), >is nor- 
malized response U Q to the above voltage will then be: 

U„ = I Sg(t) dt = S I g(t) di 

o o 

and the difference between the input voltage and the recorded voltage at 
any instant T x will be: 

T T T 

S=S l*dt- S I g(t) dt - S I [ 1 - g{t) ] dt 

o o o 

Once the time Tx is reached when tie i lput am! the output voltages 
are changing at the same rate, the amplitude error remains constant and 
from then on: 

T x oo 

i 1 1 - g(t) j dt-> i [ i - g<t) ] dt 

o o 

Thus the difference between the input and recorded vokages is given 
by: 

oo 

o 
From the definition of the response time T, this difference is: 

8 = 5 . T 
Therefore: 

oo 

?"= I [l-g(t)]dt 



In practice, the integration is performed up to the time when the step 
response reaches an essentially constant value. 
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APPENDIX C 

[ Clause 4.9.2 (b) ] 

PROCEDURE TO DETERMINE IF OSCILLATIONS ARE 
PRESENT ACROSS THE TEST OBJECT 

C-l. The following procedure may assist in determining whether oscillations 
are present across the test object. 

C-l.l If the measuring system has no resonant frequency, as for example 
when the step response is exponential, the measuring system may not gi^e 
rise to oscillations. Thus oscillation on the test oscillogram -are generated 
♦:n the impulse generator circuit, including the test object and the front 
capacitor. If the amplitudes of the oscillations on the test oscillogram, 
multiplied by the factor a exceeds the limits set forth in IS: 2071 
( Part II )-1974*, the generator circuit should be changed. 
C-1.2 If the measuring system has a resonant frequency range, oscillations 
on the oscillogram with frequencies above or below this range may not be 
created by the measuring system. The only source shall bo the generator 
circuit. If the amplitudes of the oscillations on the test oscillogram, multi- 
plied by the factor a exceeds the limits above, the generator circuit should 
be changed. 

C-1.3 If the measuring system has a resonant frequency range, oscillations 
with a frequency within this range may be caused either by the measuring 
system or by the generator circuit. To verify this, a resistor of a value of 
300 to 500n may be inserted between the test object and the input end of 
the high voltage conductor. If the oscillations do not essentially vanish, 
their origin lies in the generator circuit. If the amplitudes of the oscilla- 
tions on the original test oscillogram exceeds the limits above, the generator 
circuit should be changed. 

C-2. If the oscillations on the oscillogram essentially vanish, they originate 
in the measuring, system. These oscillations will cause oscillation in the 
circuit formed by the test object, the front capacitor and the high voltage 
conductor. The frequencies of the oscillations are inversely proportional 
to the capacitances of the divider and test object plus front capacitor 
respectively. Thus: 

a) if the capacitance of the divider is small compared with that of the 
test object plus the front capacitor, it may be assumed that there 
will be negligible oscillations on the test object whereas the test 
oscillogram may exhibit heavy oscillations; 

b) if the capacitance of the divider is of the same order as that of the 
test object plus front capacitor, it may be assumed that the 
oscillations on the test object and on the divider are also of 
the same order. 



♦Methods of high voltage testing: Part II Test procedures (firtt revision). 
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